
Event Report

Printed: February 17, 2020 (V 10.74) Format © 1995-2015 Xmark Corporation

Date/Time
Trigger Source
Range
Record Time

Vert at 5:22:53 PM February 14, 2020
Geo: 0.030 in/s
Geo: 10.000 in/s
4.0 sec at 4096 sps

Serial Number
Battery Level
Unit Calibration
File Name

BA13720 V 10.72-8.17 BlastMate III
5.8 Volts (Battery Low)
July 4, 2019 by Instantel
O720IBV1.M50

Notes
location:Dirt Dump On top bench

Client:Storedahls Mountain Top

User:Shelby Spahr

General:Floor

Extended Notes

Microphone
PSPL
ZC Freq
Channel Test

Linear Weighting
100.0 dB(L) at 3.190 sec
22.0 Hz
Check (Freq = 0.0 Hz Amp = 0 mv )

PPV
ZC Freq
Time (Rel. to Trig)
Peak Acceleration
Peak Displacement
Sensor Check
    Frequency 
    Overswing Ratio

Tran
0.275

8.3
3.646
0.106
0.004

Passed
7.6
3.7

Vert
0.330
16.0

1.332
0.212
0.003

Passed
7.9
3.4

Long
0.180

7.3
2.634
0.159
0.002

Passed
7.5
4.0

in/s
Hz
sec
g
in
 
Hz

Peak Vector Sum 0.346 in/s at 1.329 sec

USBM RI8507 And OSMRE
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Trigger =

0.0MicL

0.0Long

0.0Vert

0.0Tran

Time Scale: 0.20 sec/div   Amplitude Scale: Geo: 0.100 in/s/div Mic: 0.001 psi(L)/div Sensor Check


